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Attached  is  a  Progress  Report  entitled  "Evaluation  of  the  Performance 
of  Ultrasonic  Equipment  for  Pavement  Thickness  Measurements"  by  C.  F. 
Scholer  and  R„  D  Pavlovich  of  our  staff.  The  data  were  obtained  by 
Professor  Scholer  and  Mr.  Pavlovich  in  connection  with  the  HPR-l(5) 
research  study  on  "Evaluation  of  the  Performance  of  Ultrasonic  Equipment 
for  Pavement  Thickness  and  Other  Highway  Applications." 

The  conclusion  of  this  report  is  that  the  ultrasonic  equipment 
that  is  presently  available  commercially  does  not  provide  adequate 
precision  for  determining  pavement  thickness. 
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EVALUATION  OF  THE  PERFORMANCE  OF  ULTRASONIC  EQUIPMENT 
FOR  PAVEMENT  THICKNESS  MEASUREMENTS 

Introduction 

This  study  used  the  James  Model  C-k^60  Ultrasonic  V-Scope,  Model 
C-^959  Ultrasonic  E-Meter  and  apurtment  equipment  (as  supplied  by 
James  Electronics,  Inc.,  UO^O  North  Rockwell  Street,  Chicago,  Illinois) 
to  measure  the  thickness  of  portland  cement  concrete  pavements. 

Pulse  velocity  and  longitudinal  resonant  frequency  in  the  thickness 
direction  are  determined  by  use  of  the  ultrasonic  equipment.  Thickness 
is  calculated  by  the  relationship 

where        t  *»  slab  thickness 

V  ■  pulse  velocity  through  the  slab 

N_  «■  longitudinal  resonant  frequency  of  the  slab 

Field  power  (120  V  a.c.)  was  provided  by  installing  an  a.c. 
inverter  in  a  small  station-wagon  type  van  thus  establishing  a  mobile 
and  completely  self  contained  unit. 

Two  series  of  tests  are  reported;  one  set  consists  of  measurements 
of  thickness  of  control  slabs  at  the  ISEC  Research  and  Training  Center 
and  the  other  set  was  run  on  actual  pavement  slabs  in  the  field. 

Figure  1  shows  the  arrangement  and  actual  thickness  of  control 
slabs  at  the  Research  and  Training  Center.  Field  test  locations  were 
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Sonic  thickness  measurements  of  pavement  slabs  were  compared,  at  the 
sice,  with  ISBC  cores  that  were  taken  ttom   the  same  location. 

Summary  of  Results  and  Conclusions 

The  equipment  as  now  commercially  available  does  not  provide 
sufficient  precision  to  justify  use  as  a  means  of  determining  thickness 
of  pavement  slabs. 

Figure  2  shows  a  best  fit  line  through  data  obtained  from  test 
slabs  and  Figure  3  shows  cumulative  number  of  tests  versus  percent 
error  for  all  tests  conducted. 

It  ehculd  be  noted  that  only  about  kO  percent  of  the  tests  provide 
precis lot  of  1  5  percent^  this  error  amounts  to  a  deviation  of  one  half 
inch  for  a  ten  inch  pavement  slab.  Figure  k  shows  a  plot  of  sonic 
thickness  versus  actual  thickness  for  all  measurements „  -  5  percent 
limits  are  included  to  show  scatter  of  these  data. 

Table  X  is  a  tabulation  of  reduced  data  from  the  test  slabs  and 
Figure  ^  is  a  plot  of  average  sonic  thickness  versus  actual  slab  thickness < 

Discussion 

A  brief  introduction  to  the  principles  of  operation  of  this  equipment 
Is  included  to  show  why  errors  are  introduced  and  perhaps  how  these  can 
be  overcome , 

Thickness  determination  is  based  on  measuring  two  parameters: 
pulse  velocity  and  slab  resonant  frequency.  Pulse  velocity  is  the 
speed  that  sound  travels  through  a  material  and  resonant  frequency  is 
that  condition  where  the  slab  will  vibrate  at  the  same  frequency  as 
some  outside  source. 
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The  heart  of  the  measuring  system  is  a  transducer  that  will  convert 
mechanical  energy  (vibrations)  to  measurable  electrical  energy  or 
vice  versa.  Piezoelectric  crystals  (Rochelle  salts  in  this  equipment) 
exhibit  the  property  that  when  compressed  they  emit  an  electrical  impulse. 
Conversely  when  an  electrical  charge  is  imposed  on  the  crystal,  it 
responds  by  dilating  or  compressing.  The  equipment  then  functions  by 
detecting  and  measuring  the  current  emitted  from  the  crystals  or  by 
electrically  exciting  these  crystals  thus  causing  them  to  vibrate. 

One  other  property  of  a  pieyoelectric  material  worthy  of  note  is 
the  curie  point.  At  some  temperature,  dilations  or  compression  of  the 
crystal  will  produce  no  current  or  it  will  be  so  low  as  to  not  be 
measurable  with  ordinary  amplification.  If  the  curie  point  is  above 
normal  operating  conditions  no  problems  of  loss  of  sensitivity  arise. 
However $   the  transducers  for  the  instruments  used  for  this  study 
exhibited  total  loss  of  sensitivity  at  temperatures  above  90  F.  Solution 
of  this  problem  consisted  of  storage  of  the  transducers  in  an  ice  chest 
and  exposing  them  to  high  temperatures  for  no  longer  than  necessary  to 
make  measurements.  There  ere  now  available  synthetic  pieyoelectric 
materials  that  have  curie  points  at  temperatures  considerably  higher 
than  those  which  would  be  encountered  on  highway  pavements. 

Pulse  velocity  is  determined  by  placing  a  driving  transducer  a 
known  distance  from  a  receiver  and  measuring  the  time  that  a  pulse  takes 
to  travel  from  the  driver,  through  the  concrete,  and  then  compress 
the  receiving  crystal.  The  James  "V-Scope"  functioned  very  well  and 
provided  good,  reproducible  measurements  of  the  pulse  velocity  of 
concretes.  It  should  be  mentioned  that  pulse  velocity  of  a  material  is 
a  function  of  several  variables  including  temperature  and  water  content 


and  that  one  cannot  assume  that  pulse  velocity  once  determined  will 
be  a  constant  value. 

The  other  parameter  in  thickness  determination^  resonant  frequency 9 
is  not  8s  simple  a  proposition  as  was  pulse  velocity.  The  concept  of 
resonance  as  applied  to  pavement  slabs  is  as  follows: 

If  a  transducer  was  placed  on  the  surface  of  a  slab  and  this 
transducer  was  caused  to  vibrate  at  a  known  low  frequency 9   slab  response 
would  be  relatively  limited.  As  the  vibratory  frequency  of  the  trans- 
ducer is  increased,  there  occurs  a  frequency  at  which  the  slab  will 
vibrate  at  exactly  the  same  rate  as  the  transducer.  This  frequency  is 
called  slab  resonant  frequency;  a  receiver  placed  on  the  slab  near  the 
driving  transducer  is  used  to  determine  this  frequency.  The  James 
"E-Meter"  shows  when  resonance  occurs. 

The  determination  of  resonant  frequency  with  the  equipment  investi- 
gated was  most  difficult  and  appears  to  be  the  cause  of  errors  in  deter- 
mining  slab  thickness. 

When  the  driver  is  vibrating  at  some  known  frequency  the  slab  not 
only  resonates  but  the  receiver  also  has  a  given  resonant  frequency. 
The  geometry  and  material  properties  of  the  transducers  are  such  that 
resonance  between  transducers  occurs  at  frequencies  in  the  neighborhood 
of  the  resonant  frequency  of  the  slab.  Experiments  using  different 
size  and  weight  transducers  failed  to  provide  adequate  differentiation 
between  transducer  and  slab  resonance. 

Recommendations  for  Further  Experiments 
Since  the  primary  source  of  error  at  this  stage  appears  to  be  the 
differentiation  between  slab  resonance  and  natural  resonance  of  the 
transducers  the  next  logical  step  is  to  take  measures  to  provide  this 
differentiation  or  elimination  of  the  transducer  resonance. 


Cursory  experiments  conducted  by  the  authors  at  the  laboratories 
of  the  supplier  have  shown  that  there  are  transducers  available  that 
have  resonant  frequencies  several  orders  of  magnitude  higher  than 
resonant  frequencies  of  pavement  slabs.  These  transducers  were  not 
available  at  the  beginning  of  this  project  so  could  not  be  included  in 
this  phase  of  the  study.  Synthetic  crystals  used  in  these  transducers 
are  reported  to  have  curie  points  in  the  vicinity  of  40Q°F  thus 
eliminating  the  problem  of  loss  of  sensitivity  at  higher  temperatures 
exhibited  by  presently  used  transducers. 

Signals  from  the  improval  transducers  are  quite  weak  and  cannot 
be  measured  with  the  existing  electronics  but  minor  modification  by 
adding  amplifiers  provides  a  workable  means  of  reading  their  output. 

If  experimentation  shows  that  the  use  of  improved  transducers 
and  amplification  provide  an  adequate  means  of  determining  pavement 
thickness^  other  necessary  studies  can  be  initiated.  Among  these  are 
the  determination  of  the  effect  of  subbase  materials  on  the  output  of 
the  instruments^  and  other  conditions  that  may  effect  precision  of 
determinations „ 

Operation  and  Maintenance  in  the  Field 
The  electrical  portion  of  this  measuring  system  is  very  stable, 
portable  and  rugged.  Mechanical  and  electrical  malfunctions  were  rare 
and  minor  and  easily  repaired.  Exposure  to  field  conditions  and  field 
use  presented  no  problems  to  adequate  functioning  of  the  instruments. 
Operation  of  the  instruments  is  simple  and  should  be  able  to  be 
taught  to  a  technician  in  a  matter  of  three  or  four  hours.  Interpretation 
of  output  from  the  cathode  ray  tube  for  resonant  frequency  and 
calculation  of  thickness  is  likewise  a  relatively  simple  matter. 


.        A'-'i      Ml. 


Core  Sampling  and  Sonic  Techniques  Compared 
Due  to  variations  in  determining  resonant  frequency ,  four  sonic 
measurements  were  made  at  each  core  location.  Times  for  making  sonic 
determinations  were  about  the  same  as  those  involved  in  obtaining  a  core 
sample  with  the  drill  crew  occasionally  working  faster  on  green  concrete 
or  on  those  with  softer  aggregates.  It  is  the  opinion  of  the  investigators 
that  with  ideally  operating  sonic  gear,  production  rates  could  be  from 
three  to  five  times  that  of  conventional  drilling  operations . 

Sonic  operations  involve  two  persons  and  one  vehicle  whereas  core 
sampling  includes  two  to  three  persons^  a  drill  rig  and  one  to  two 
other  vehicles.. 

It  was  observed  that  if  a  second  core  waa  obtained  within  a 
relatively  close  distance  to  the  first,  say  three  or  four  feet,  differences 
of  one  half  inch  between  core  lengths  could  be  measured „  Sonic  gear 
on  the  other  hand  averages  the  thickness  of  &   circle  of  approximately 
six  feet  in  diameter. 
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Appendix  A 
Typical  Field  Data 
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153     V  (24)   13,072 

-~ — ~~*  P    — ' 


7535 


Thickness 


ave- 

10.37 


y  ,029 


Run  No.  3 


Time 
Tine 

(6") 

(12") 

(24) 

41 
72 

Time 

146 

V- 

8  074 

V  (6")   12,195 

P        r 

V  (12"}  13.889 
p 

V  (24)   13,699 

p    — , —  „ 


Thickness 


V 
—  ave- 


9,85 


13,261 


Run  No.  2 
Time  (6") 


39 


V  (6")  12,820 

p     — =— 

Time  (12")   72     V  (12")  13>889 

— _ — ^__  p     


Time  (24)   149 


V  (24)  13,423 
P 


Thickness 


11.14 


Run  No.  4 


Time  (6") 

39 

Time  (12") 

71 

Time  (24) 

149 

R— 

Thickness 


8001 


V  <6") 

12,820 

P 
V  <12") 

14,084 

P 
Vp(24)_ 

13,423 

V 
ave— 

13,442 

10.08 


Remarks:  Ave.  thickness  -  10.3" 


-* 

APPENDIX  B 

TEST 

SLABS 

FIELD  DATA 

<s" 

sonic  thickness 

tc" 

actual 

slab  thickness 

Serial 

t 

3 

t 
c 

Serial 

t 

a 

t 
c 

Serial    t 

s 

t 

c 

171 

10.1 

11.2 

286 

8.8 

10.2 

352 

10.4 

9.2 

172 

9.7 

10.2 

289 

6.4 

6.9 

353 

11.2 

9.4 

173 

8.1 

8.3 

290 

8.9 

9.0 

354 

11.1 

10.2 

174 

9.7 

10.2 

291 

9.8 

10.2 

355 

11.3 

10.3 

175 

8.7 

9.0 

292 

8.0 

8.3 

356 

11.1 

9.2 

176 

6.1 

6.9 

293 

11.3 

11.2 

357 

11.1 

9.4 

237 

11.0 

11.2 

294 

11.4 

11.2 

358 

11.7 

10.2 

251 

12.2 

10.2 

295 

10.5 

10.2 

359 

7.4 

6.9 

252 

12.3 

11.2 

296 

7.7 

8.3 

360 

8.1 

9.0 

253 

11.5 

11.2 

297 

7.0 

6.9 

361 

11.6 

10.2 

254 

10.4 

10.2 

298 

9.0 

9.0 

362 

7.6 

8.3 

255 

7.4 

8.3 

299 

10.2 

10.2 

363 

11.4 

10.2 

256 

10.3 

10.2 

300 

7.7 

8.3 

364 

11.8 

11.2 

256-1 

10,5 

9.0 

301 

10.0 

10.2 

369 

6.8 

6.9 

257 

7.0 

6,9 

302 

10.9 

11.2 

370 

8.9 

9.0 

258 

10.7 

10.3 

303 

10.7 

10.3 

372 

11.1 

10.2 

259 

10.6 

9.2 

304 

9.9 

9.2 

374 

7.9 

8.3 

260 

10.5 

9.4 

305 

11.4 

11.2 

375 

8.9 

8.3 

261 

11,5 

11.2 

306 

10.2 

10.2 

376 

9.8 

10.2 

264 

11.3 

10.3 

307 

8.4 

8.3 

377 

9.8 

10.0 

265 

10.6 

9.2 

334 

7.0 

6.9 

379 

8.6 

9.4 

266 

10.3 

9.4 

335 

10.1 

9.0 

380 

6.9 

6.9 

'iSH 

10.2 

10.2 

339 

12.3 

11.2 

381 

9.0 

9.0 

in 

10  1 

11.2 

340 

11.0 

10.3 

382 

10.4 

10.2 

273 

9.6 

10.2 

341 

7.1 

619 

383 

8.5 

8.3 

275 

9,3 

9.0 

342 

8.2 

9.0 

384 

10.3 

10.2 

277 

7,1 

8.3 

343 

11.6 

10.2 

385 

11.6 

11.2 

278 

10  7 

10.2 

344 

7.6 

8.3 

386 

11.0 

10.3 

280 

10  ;1 

9.0 

346 

11.1 

10.2 

387 

9.5 

9.2 

281 

7.7 

6.9 

347 

11.7 

11.2 

388 

9.8 

9.4 

282 

9.3 

9.0 

350 

11.3 

10. 3 

389 

10.3 

10.2 

283 

9.8 

10.2 

3.r>l 

11.8 

10.3 

Serial 

'a 

t 

t 

C 

Residual 

c 

352 

10.4 

979 

972 

-6.7 

353 

11.2 

10.5 

9.4 

-1.1 

354 

11.1 

10.4 

10.2 

-0.2 

355 

11.3 

10.6 

10.3 

-0.3 

356 

11.1 

10.4 

9.2 

-1.2 

357 

11.1 

10.4 

9.4 

-1.0 

353 

11.7 

10.8 

10.2 

-0.6 

359 

7.4 

7,8 

6.9 

-0.9 

360 

8.1 

8.3 

9.0 

+0.7 

361 

11.6 

10.8 

10.2 

-0.6 

362 

7.6 

8.0 

8.3 

+0.3 

363 

11.4 

10.6 

10.2 

-0.4 

364 

11.8 

10.9 

11.2 

+0.3 

369 

6.8 

7.4 

6.9 

-0.5 

370 

8.9 

8.9 

9.0 

+0.1 

372 

11.1 

10.4 

10.2 

+0.2 

374 

7.9 

8.2 

8.3 

+0.1 

375 

8.9 

8.9 

8.3 

-0.6 

376 

9.8 

9.5 

10.2 

+0.7 

377 

9.8 

9.5 

10.0 

+0.5 

379 

8.6 

8.7 

9.4 

+0.7 

380 

6.9 

7.5 

6.9 

-0.6 

381 

9.0 

9.0 

9.0 

o 

382 

10.4 

9.9 

10.2 

+0.3 

383 

8.5 

8.6 

8.3 

-0.3 

384 

10.3 

9.9 

10.2 

+0.3 

385 

11.6 

10.8 

11.2 

+0.4 

386 

11.6 

10.4 

10.3 

-0.1 

387 

9.5 

9.3 

9.2 

-0.1 

388 

9.8 

9.5 

9.4 

-0.1 

389 

10.3 

9.9 

10.2 

+0.3 

+0.4 


APPENDIX     C  1MLJ'. 

Regression  Analysis 
Test  Slab  Data 


Let     X     «  sonic   thickness,   t   . 


Y     »  actual  thickness, t. 


ij4     -       3981.76 
i  i 


I 


902.6 


^  -  9302.67 

£ai  »  928.3 

n  -  95 

x  *  928.3  -  95     -     9.7716 

y  «  902.6    '-  95     »     9.5010 

gT  -  8722,70 


IXj   Yi     -      [C&O    <^Ti>     7  n 


2  2    . 


8931.76  -  (928.3)  (902,6)  -  95 
9302.67  -  (923.3)  *  95 


„  8931.76  -  8819.83     „  161^93       .     g^gg 
9302.67  -  9070.96        231.71  — 

b  -  Y  -  b.  x  -  9.5010  -  0.6988  (9.7716)  -  2.6726 

^  -  2.6726  +  0,6983 

or  t  -  2.6726  +  0.6988  t 

s 

Where        t   •  predicted  slab  thickness 

t   •  sonic  thickness 

3  . 


Appendix  D 

^  «  2.6726  +  0,69888: 

s 

*fc   «  Predicted  slab  eh.ickr.eas 


t  »  Sonic  Thickness 

8 


TEST  SLABS 

PREDICTED  SLAB  THICKNESSES 
AND  RESIDUALS 


Serial 

£2 

t 

c 

Residual 

t  -  t 
c 

Serial 

's 

t 

t 
c 

Residual 

t  -  t 
c 

171 

10.1 

9.7 

11.2 

+1.5 

286 

8.8 

8.8 

10.2 

+1.4 

172 

9.7 

9.5 

10.2 

+0.7 

289 

6.4 

7.1 

6.9 

-0.3 

173 

8.1 

8.3 

8.3 

0 

290 

8.9 

8.9 

9.0 

+0.1 

174 

9.7 

9c5 

10.2 

+0.7 

291 

9.8 

9.5 

10.2 

+0.7 

175 

8.7 

8.8 

9.0 

+0.2 

292 

8.0 

8.3 

8.3 

0 

176 

6.1 

6.9 

6.9 

0 

293 

11.3 

10.6 

11.2 

+0.6 

237 

11.0 

10.4 

11.2 

+0.8 

294 

11.4 

10.6 

11.2 

+0.6 

251 

12.2 

11.2 

10.2 

-1.0 

295 

10.5 

10.0 

10.2 

+0.2 

252 

12.3 

11.3 

11.2 

-0.1 

296 

7.7 

8.1 

8.3 

+0.2 

253 

11.5 

10.7 

11.2 

+0.5 

297 

7.0 

7.6 

6.9 

-0.7 

254 

10.4 

9.9 

10.2 

+0.3 

298 

9.0 

9.0 

9.0 

0 

255 

7.4 

7o8 

8.3 

+0.5 

299 

10.2 

9.8 

10.2 

+0.4 

256 

10.3 

9.9 

10.2 

+0.3 

300 

7.7 

8.1 

8.3 

+0.2 

256-1 

10.5 

10.0 

9.0 

-1.0 

301 

10.0 

9.7 

10.2 

+0.5 

257 

7.0 

7.6 

.  6.9 

-0.7 

302 

10.9 

10.3 

11.2 

+0.9 

258 

10.7 

10.1 

10.3 

+0.2 

303 

10.7 

10.1 

10.3 

+0.2 

259 

10.6 

10.1 

9.2 

-0.9 

304 

9.9 

9.6 

9.2 

-0.4 

260 

10.5 

10.0 

9.4 

-0.6 

305 

11.4 

10.6 

11.2 

+0.6 

261 

11.5 

10.7 

11.2 

+0.5 

306 

10.2 

9.8 

10.2 

+0.4 

264 

11.3 

10.6 

10.3 

-0.3 

307 

8.4 

8.5 

8.3 

-0.2 

265 

10.fr 

10.1 

9.2  , 

-0.3 

334 

7.0 

7.6 

6.9 

-0.7 

266 

10.3 

9.9 

9.4 

-0.5 

335 

10.1 

9.7 

9.0 

-0.7 

267 

10.2 

9.8 

10.2 

+0.4 

339 

12.3 

11.3 

11.2 

-0.1 

272 

10.1 

9.7 

11.2 

•+1.5 

340 

11.0 

10.4 

10.3 

-0.1 

273 

9.6 

9  4 

4  10.2 

+0.8 

341 

7.1 

7.6 

6.9 

-0.7 

275 

9.3 

9.2 

9.0 

-0.2 

342 

8.2 

8.4 

99.0 

+0.6 

277 

7.1 

7  6 

8.3 

+0.7 

343 

11.6 

10.8 

10.2 

-0.6 

278 

10.7 

10.1 

10.2 

+0.1 

344 

7.6 

8.0 

8.3 

•H).a 

280 

10.1 

9.7 

9.0 

-0.7 

346 

11.1 

10.4 

10.2 

-0.2 

281 

7.7 

8.1 

6.9 

-1.2 

347 

11.7 

10.8 

11.2 

+0.4 

282 

9.3 

9.2 

9.0 

-0.2 

350 

11.3 

10.6 

10.3 

-0.3 

283 

9.8 

9.5 

10.2 

+0.7 

351 

11.8 

10.9 

10.3 

-0.6 

TffiffT    gT^pfl 


l 
i 

Readings  vo. 
kctual  Thickness 
and  Error 
(Raw  Data) 

Serial 

e 
10.1 

e 

c 

11.2 

Brror 
-  1.1 

<f>  Error 
-  9.8 

Serial 
286 

t 

8 

8.8 

t 
c 

10.2 

Error 

* 

Brrox 

171 

-  1.4 

- 

12.7 

172 

9-7 

10.2 

-  0.5 

-4.9 

289 

6.4 

6-9 

-  0.5 

- 

7.3 

173 

8.1 

8.3 

-  0.2 

-  2.4 

290 

8.9 

9.0 

-  0.1 

- 

1.1 

174 

9.7 

10.2 

-  0.5 

-4.9 

291 

9.8 

10.2 

-  0.4 

- 

3.9 

175 

8.7 

9.0 

-  0.3 

-  3.3 

292 

8.0 

8.3 

-  0.3 

- 

3.6 

176 

6.1 

6.9 

-  0.8 

-11.6 

293 

11.3 

11.2 

+  0.1 

+ 

0.9 

237 

11.0 

11.2 

-  0.2 

-  1.8 

294 

11.4 

11.2 

+  0.2 

+ 

1.8 

251 

12.2 

10.2 

+  2.0 

+19.6 

295 

10.5 

10.2 

+  0.3 

+ 

2.9 

252 

12.3 

11.2 

+  1.1 

+  9.8 

296 

7.7 

8.3 

-  0.6 

- 

7.2 

253 

11.5 

11.2 

+  0.3 

+  2.7 

297 

7.0 

6.9 

+  0.1 

+ 

1.4 

254 

10.4 

10.2 

+  0.2 

+  2.0 

298 

9.0 

9.0 

0 

0 

255 

7.4 

8.3 

-  0.9 

-10.9 

299 

10.2 

10.2 

0 

0 

256 

10.3 

10.2 

+  0.1 

+  1.0 

300 

7.7 

8.3 

-  0.6 

- 

7.2 

256-1 

10.5 

9-0 

+  1.5 

+16.7 

301 

10.0 

10.2 

-  0.2 

- 

2.0 

257 

7.0 

6.9 

+  0.1 

+  1.4 

302 

10.9 

11.2 

-  0.3 

- 

2.7 

258 

10.7 

10.3 

+  0.4 

+  3-9 

303 

10.7 

10.3 

+  0.4 

+ 

3.9 

259 

10.6 

9.2 

+  1.4 

+15.2 

304 

9.9 

9.2 

+  0.7 

+ 

7.6 

260 

10.5 

9.4 

+  1.1 

+11.7 

305 

11.4 

11.2 

+  0.2 

+ 

1.8 

261 

11.5 

11.2 

+  0.3 

+  2.7 

306 

10.2 

10.2 

0 

0 

264 

11.3 

10.3 

+  1.0 

+  9-5 

307 

8.4 

8.3 

+  0.1 

+ 

1.2 

265 

10.6 

9.2 

+  1.4 

+15.2 

334 

7.0 

6.9 

+  0.1 

+ 

1.4 

266 

10.3 

9.4 

+  0.9 

+  9-6 

335 

10.1 

9.0 

+  1.1 

+ 

12.2 

267 

10.2 

10.2 

0.0 

0 

339 

12.3 

11.2 

+  1.1 

+ 

9.8 

272 

10.1 

11.2 

-  1.1 

-9.8 

340 

11.0 

10.3 

+  0.7 

+ 

6.8 

273 

9.6 

10.2 

-0.6 

-  5.9 

341 

7.1 

6.9 

+  0.2 

+ 

2.9 

275 

9.3 

9.0 

+  0.3 

+  3.3 

342 

8.2 

9-0 

-  0.8 

- 

8.9 

277 

7.1 

8.3 

-  1.2 

-14.5 

343 

11.6 

10.2 

+  1.4 

+ 

13.7 

278 

10.7 

10.2 

+  0.5 

+  4.9 

344 

7.6 

8.3 

-  0.7 

- 

8.4 

280 

10.1 

9.0 

+  l.l 

+12.2 

346 

11.1 

10.2 

+  0.9 

+ 

8.8 

281 

7.7 

6.9 

+  0.8 

+11.6 

347 

11.7 

11.2 

+  0.5 

+ 

4.5 

282 

9.3 

9.0 

+  0.3 

+  3.3 

350 

11.3 

10.3 

+  1.0 

+ 

9.7 

283 

9-8 

10.2 

-  0.4 

-  3.9 

351 

11.8 

10.3 

+  1.5 

+ 

14.6 

Ave.  error  ■  6.7$ 


*vl 


s.oi    e.o 


8TS 


£* 


TEST  SIABS 

Readings  vs. 
Actual  Thickness 

(Raw  Data) 

Serial    t  t  Error  $  Error   Serial    t     t    Error    *  Error 

352  10.4  9.2  +1.2  +13.0 

353  11.2  9-fc  +1.8  +19.2 
35*  U.l  10.2  +  0.9  +  8.8 

355  11.3  10.3  +  1.0  +  9.7 

356  11.1  9.2  +  1.9  +20.7 

357  U.l  9.*  +  1.7  +18.1 

358  11.7  10.2  +  1.5  +14.7 

359  7.*  6.9  +  0.5  +  7.3 

360  8.1  9.0  -  0.9  -10.0 

361  11.6  10.2  +  1.4  +13.7 

362  7.6  8.3  -  0.7  -  8.4 

363  11-4  10.2  +1.2  +11.8 

364  11.8  11.2  +  0.6  +  5.4 

369  6.8  6o9  -  0.1  -  1.4 

370  8.9  9.0  -  0.1  -  1.1 
372  11.1  10.2  +  0.9  +  8,8 

374  7.9  8.3  -  0.4  -  4.8 

375  8.9  8.3  +  0.6  +  7.2 

376  9.8  10.2  -  0,4  -  3.9 

377  9.8  10.0  -  0,2  -  2.0 

379  8.6  9.4  -  0.8  -  8.5 

380  6.9  6.9    0     0 

381  9.0  9.0    0     0 

382  10.4  10.2  +  0.2  +  2.0 

383  8.5  8.3  +  0.2  +  2.4 

384  10.3  10.2  +  0.1  +  1.0 

385  11.6  11.2  +  0.4  +  3.6 

386  11.0  10.3  +0.7  +6.8 

387  9.5  9.2  +  0.3  +  3.3 

388  9.8  9.4  +  0.4  +  4.3 

389  10.3  10.2  +0.1  +1.0 


S 

t   •  ' 

c 
A  » 

Sonic  Thickness 

Core  Thickness 

Errors  t  -  t 
s    c 

Sonic  Thickness  and 
Core  Thicki.ess  Compared 

1-465 
Indianapolis 

Serla 

1    t 

t 

A 

#  Error 

Serial 

t 

8 

t 
c 

A 

#  Error 

128 

8.7 

10.1 

-  1.4 

-14.0 

157 

9.3 

10.3 

-  1.0 

-  9.7 

123 

8.8 

9o6 

-  0.8 

»8.3 

153 

9.6 

10.8 

-  1.2 

-11.1 

124 

9.5 

9.8 

-  0.3 

-  3-1 

159 

8.9 

10.1 

-  1.2 

-11.9 

125 

9.6 

10.4 

-  0.8 

.  -  7.7 

160 

9.3 

10.4 

-  1.1 

-10.6 

126 

9-9 

10.1 

-  0.2 

-  2.0 

161 

9.3 

10.3 

-  1.0 

-  9.7 

12? 

9.6 

10.8 

-  1.2 

-11.1 

308 

io.  5 

10.6 

-  0,1 

-  0.9 

128 

10.0 

10.0 

-- 

0 

309 

10.4 

10.2 

+  0.2 

+  2.0 

129 

10.0 

10.0 

~ 

0 

310 

10.9 

10.2 

+  0.7 

+  6.9 

130 

11.1 

11.0 

+  0.1 

+  0.9 

311 

10.6 

10.4 

+  0.2 

+  1.9 

131 

11.0 

10.4 

*0*6 

+  5«8 

312 

10.4 

10.0 

+  0.4 

+  4.0 

132 

11.3 

10.5 

+  0.8 

+  7.6 

313 

10.6 

10.4 

+  0.2 

+  1.9 

133 

11.4 

10.2 

+  1.2 

+10.2 

314 

11.6 

10.3 

+  0.3 

+  2.9 

134 

11.6 

10.8 

+  0.8 

+  7«4 

315 

10-9 

10.2 

+  0.7 

+  6,9 

135 

11.1 

10.0 

+  1.1 

+11.0 

318 

10.2 

10.3 

-  0.1 

-  1.0 

136 

11.5 

10.2 

+  1.3 

+12.7 

319 

10.9 

10.4 

+  0.5 

+  4.8 

137 

9.3 

10.6 

-  1.3 

-12.3 

320 

11.1 

10.5 

+  0.6 

+  5»7 

138 

8.8 

10.6 

-  1.8 

-17.0 

321 

11.0 

10.3 

+  0.7 

+  6.8 

139 

11.9 

11.0 

+  0.9 

+  8.2 

i4o 

10.9 

10.2 

+  0.7 

+  6.9 

141 

10.3 

10.0 

+  0.3 

+  3<>0 

142 

llol 

10.2 

+  0.9 

+  8.8 

143 

10.8 

11.0 

-  0.2 

-  1.9 

144 

9.4 

9-8 

-  0.4 

-  4.1 

1U5 

9.3 

10.1 

-  0.8 

-  7.9 

146 

9.2 

10.4 

-  1.2 

-11.5 

147 

9.6 

10.5 

-  0.9 

-  8.6 

i48 

9-4 

10.3 

-  0.9 

-8.7 

149 

8.7 

10.4 

-  1.7 

-16.3 

150 

8.9 

10.3 

-  1.4 

-13.6 

151 

9-2 

10.4 

-  1.2 

-11.5 

152 

9.2 

10.0 

-  0.8 

-  8.0 

153 

9.1 

9-9 

-  0.8 

-  8.1 

15% 

8.8 

10.3 

-  1-5 

-14.6 

155 

9.0 

9.8 

-  0.8 

-  8.2 

156 

;9o3 

10.1 

-  0.8 

-.7.9 

F3£IJ>  EATA 

S 

A    - 

Sonic  Thickness 

Core  Thickness 

Error  *»  t  -  t 
s    c 

Sonic  Thickness  and 
Core  Thickness  Compared 

U.S.  5c 
Versailles 

Seris 

1    t 

7.9 

t 
c 

8.7 

A 

-  0.8 

<f>  Error 

Serial 

226 

t 

8 
8.3 

t           A         $  Error 

189 

-  9.2 

9.5   -  X.8    -12.7 

190 

8.6 

9.4 

-  0.8 

-  9.5 

227 

7-1 

9.4   -  2.3   -24,5 

191 

8.6 

9.0 

-  0.4 

-  4.4 

228 

7.3 

9.2  -  1.9   -20.7 

192 

8.6 

9.1 

-  0.5 

-  5.5 

229 

8.4 

9.8  -  lc4   -14.3 

193 

8.8 

9.4 

-  0.6 

-  6.4 

231 

7.7 

8.8  -  1.1   -12.5 

194 

8.6 

9.4 

-  0.8 

-8.5 

232 

8.5 

9.3   -  0.8   -  8.6 

195 

8.5 

911 

-  0.6 

-  6.6 

234 

7.6 

9.2  -  1.6   -17.4 

196 

8.2 

9.1 

-  0.9 

-  9.9 

235 

8.6 

9.5   -  0.9   -  9.5 

197 

8.6 

9.0 

-0.4 

-.4.4 

198 

8.6 

9.0 

-  0.4 

-  4.4 

20O 

8.4 

9.0 

-  0.6 

-  6.7 

801 

7.9 

9.0 

-  l.l 

"iCoC 

202 

8.0 

9.1 

-  1.1 

-12.1 

203 

7.8 

9-1 

-  1.3 

-14.3 

204 

8.2 

8.9 

-  0.7 

-  7.9 

205 

8.0 

8.9 

-  0.9 

-10.1 

206 

8.6 

9-1 

-  0.5 

-  5.5 

207 

8.9 

9.3 

-  0.4 

-4.3 

208 

8.6 

9.3 

-  0.7 

-  7.5 

209 

8.8 

9.4 

-  0.6 

-  6.4 

210 

9.0 

9.8 

-  0.8 

-  8.2 

211 

8.6 

9.7 

-  1.1 

-11.3 

212 

8.5 

9.2 

-  0.7 

-  7.6 

213 

8.3 

9.3 

-  1.0 

-10.8 

214 

8.5 

9.1 

-  0.6 

-  6.6 

215 

8.2 

9.2 

-  1.0 

-10.9 

216 

8.2 

9.2 

-  1.0 

-10.9 

217 

8.4 

9.6 

-  1.2 

-12.5 

218 

8.5 

9.2 

-  0.7 

-  7.6 

219 

8.5 

9.7 

-  1.2 

-12.4 

220 

7.8 

8.9 

-  1.1 

-12.4 

221 
222 

8.6 
8.9 

9.5 
8.9 

-  0.9 

-  9.5 
0 

224 

8.4 

9.7 

-  1.3 

-13.4 

4.61-       M 


<?« 

OK 

*.* 

ISS 

t.8    M 

sss 

T*     AJ 

As 

$$ 

SS       ^ 

*S 

^ 

>o 

<o        K 

^ 

<*> 

o> 

IS.*          ^ 

vT 

<fc 

o> 

o>      o* 

K 

*> 

0) 


o 
* 


CO 

Is 


S1N3IH3UDSV3W  JO    y39W/lN 


t  »  SONIC 
s 

THICKNESS 

t  -  CORE 

c 

THICKNESS 

^  -  ERROR 

m    t      - 

8 

t 
c 

1-70  KNIGHTSTOWN 

Serial 

t 

S 

t 
c 

A 

%Error 

322 

10.1 

10.0 

+0.1 

+1.0 

323 

10.3 

10.4 

-0.1 

-1.0 

324 

10.4 

10.5 

-0.1 

-1.0 

325 

9.0 

10.0 

-1.0 

-10.0 

326 

10.7 

10.2 

+0.5 

+4.9 

327 

10.2 

10.1 

+0.1 

+1.0 

365 

8.2 

10.2 

-2.0 

-19.6 

1-64  HAUBSTADT 

Serial 

t 
s 

t 
c 

A 

%Error 

269 

8.0 

10.5 

-2.5 

-23.8 

270 

10.3 

9.9 

+0.4 

+  4.0 

271 

10.1 

10.6 

-0.5 

-  4.7 

U.S.  40  TERRE  HAUTE 

Serial 

t 

8 

t 
c 

£\ 

%Error 

240 

7.8 

9.6 

-1.8 

-18.8 

241 

7.8 

10.6 

-2.8 

-26.4 

242 

8.0 

9.5 

-1.5 

-15.8 

244 

10,0 

9.8 

+0.2 

+  0.2 

245 

10.1 

10.2 

-0.1 

-  1.0 

246 

10.3 

10.2 

+0.1 

+  1.0 

247 

9.4 

9.6 

-0.4 

-  4.1 

FIELD  DATA 
SONIC  THICKNESS  AND  CORE 
THICKNESS  COMPARED 


APPENDIX  F 

Data  In  Ranking 
of  Increasing  $ 

;  Order 
1  Error 

Serial 

t 
a 

t 
c 

tl 

Serial 

t 

,8 

t 
c 

tl 

128 

10.0 

10.0 

0 

244 

10.0 

9.8 

+  2.0 

129 

10.0 

10.0 

0 

254 

10.4 

10.2 

+  2.0 

282 

8.9 

8.9 

0  . 

301 

10.0 

10.2 

-  2.0 

26? 

10.2 

10.2 

0 

309 

10.4 

10.2 

+  2.0 

296 

9.0 

9-0 

0 

377 

9.8 

10.0 

-  2.0 

299 

10.2 

10.2 

0 

382 

10.4 

10.2 

+  2.0 

306 

10.2 

10.2 

0 

173 

8.1 

8.3 

-  2.4 

380 

6.9 

6.9 

0 

383 

8.5 

8.3 

+  2.4 

381 

9.0 

9.0 

0 

253 

11.5 

11.2 

+  2.7 

130 

11.1 

11.0 

+  0.9 

261 

11.5 

11.2 

+  2.7 

293 

11.3 

11.2 

+  0.9 

302 

10.9 

11.2 

-  2*7 

308 

10.5 

10.6 

-  0.9 

295 

10.5 

10.2 

+  2.9 

245 

10.1 

10.2 

-  1.0 

314 

11.6 

10.3 

+  2.9 

246 

10.3 

10.2 

+  1.0 

341 

7.1 

6.9 

+  2.9 

256 

10.3 

10.2 

+  1.0 

141 

10.3 

10.0 

+  3.0 

318 

10.2 

10.3 

-  1.0 

124 

9.5 

9-8 

-  3.1 

322 

10.1 

10.0 

+  1.0 

175 

8.7 

9-0 

-  3.3 

323 

10.3 

10.4 

-  1.0 

275 

9.3 

9.0 

+  3-3 

32k 

10.4 

10.5 

-  1.0 

282 

9.3 

9.0 

+  3.3 

327 

10.2 

10.1 

+  1.0 

387 

9-5 

9.2 

+  3.3 

384 

10.3 

10.2 

+  1.0 

292 

8.0 

8.3 

-3.6 

389 

10.3 

10.2 

+  1.0 

385 

11.6 

11.2 

+  3.6 

290 

8.9 

9.0 

-  1.1 

258 

10.7 

10.3 

+  3.9 

370 

8.9 

9.0 

-  1.1 

283 

9.8 

10.2 

-  3.9 

307 

8.4 

8.3 

+  1.2 

291 

9.8 

10.2 

-  3.9 

257 

7.0 

6.9 

+  1.4 

303 

10.7 

10.3 

+  3.9 

297 

7.0 

6.9 

+  1.4 

376 

9.8 

10.2 

-  3.9 

334 

7.0 

6.9 

+  1.4 

270 

10.3 

9.9 

+  4.0 

369 

6.8 

6.9 

-  1.4 

312 

10.4 

10.0 

+  4.0 

237 

11.0 

11.2 

-  1.8 

144 

9.4 

9.8 

-  4.1 

29^ 

XI. Is. 

11.2 

+  1.8 

247 

9.4 

9.8 

-  4.1 

305 

11.4 

11.2 

+  1.8 

207 

8.9 

9.3 

-4.3 

143 

10.8 

11.0 

-  i.9 

388 

9.8 

9.4 

+  4.3 

311 

10.6 

10.4 

+  1.9 

191 

8.6 

9.0 

-  4.4 

313 

10.6 

10.4 

+  1.9 

197 

8.6 

9.0 

-  4.4 

126 

9.9 

10.1 

-  2.0 

198 

8.6 

9.0 

-  4.4 

I  > 


Serial 

t 

a 

11.7 

t 
_£ 

11.2 

+  *-5 

Serial 
1*5 

t 
9.3 

t 

_c 

10.1 

f>  S 

3*7 

-  7-> 

271 

10.1 

10.6 

-*.7 

156 

9.3 

10.1 

-  7.9 

319 

10.9 

10.* 

+  *.e 

20* 

8.2 

8.9 

-  7-9 

37* 

7.9 

8.3 

-  *.8 

152 

9.2 

10.0 

-  8.0 

172 

9.7 

10.2 

-  *.9 

153 

9.1 

9.9 

-  8.1 

17* 

9-7 

10.2 

-  *.9 

139 

11.9 

11.0 

+  8.2 

278 

10.7 

10.2 

+  4.9 

155 

9.0 

9.8 

-  8.2 

326 

10.7 

10.2 

+  k.9 

210 

9.0 

9.8 

-  8.2 

36* 

11.8 

11.2 

+  5.* 

123 

8.8 

9.6 

-  8.3 

192 

8.6 

9.1 

*  5c5 

3** 

7.6 

8.3 

•  8.* 

206 

8.6 

9.1 

-  5.5 

362 

7.6 

8.3 

-  8.* 

320 

11.1 

10.5 

+  5.7 

19* 

8.6 

9.* 

-  8.5 

131 

11.0 

10.* 

+  5.8 

379 

8.6 

9.* 

-  8.5 

273 

9.6 

10.2 

-  5.9 

1*7 

9.6 

10.5 

-  8.6 

193 

8.8 

9.* 

-  6.* 

232 

8.5 

9.3 

-  8.6 

209 

8.8 

9.* 

-  6.* 

1*8 

9.* 

10.3 

-  8.7 

X95 

8.5 

9.1 

-  606 

1*2 

11.1 

10.2 

+  8.8 

21* 

8.5 

9.1 

~  6,6 

3*6 

11,1 

10.2 

+  8.8 

200 

8.* 

9.0 

-6.7 

35* 

11. 1 

10.2 

+  8.8 

321 

H-0 

10.3 

•J- 6.8 

372 

11.1 

10.2 

+  8.8 

3*0 

11.0 

10.3 

+  6.8 

3*2 

8.2 

9.0 

-  8.9 

386 

11.0 

10.3 

+  6.8 

189 

7.9 

8.7 

-  9.2 

1*0 

10.9 

10.2 

+  6.9 

190 

8.6 

9.5 

-  9«5 

310 

10.9 

10.2 

+  6.9 

221 

8.6 

9.5 

-  9.5 

315 

10.9 

10.2 

+  6.9 

235 

8.6 

9  5 

-  9.5 

289 

6.* 

6.9 

-  7.2 

26* 

11.3 

10c  3 

+  9.5 

296 

7-7 

8.3 

-  7.2 

266 

10.3 

9.* 

+  9.6 

300 

7.7 

8.3 

-  7o2 

157 

9.3 

10*3 

-  9.7 

375 

8.9 

8.3 

+  7.2 

161 

9-3 

10.3 

-  9.7 

359 

7.* 

6.9 

+  7.3 

350 

11.3 

10.3 

+  9-7 

13* 

11.6 

10.8 

+  7»* 

355 

11.3 

10.3 

+  9.7 

208 

8.6 

9.3 

-  7.5 

171 

10.1 

11.2 

-  9.8 

132 

11.3 

10.5 

+  7.6 

252 

12.3 

11.2 

+  9.8 

212 

8.5 

9.2 

-  7-6 

272 

10.1 

11.2 

-  9.8 

218 

8.5 

9.2 

-  7.6 

339 

12.3 

11.2 

+  9.8 

125 

9.6 

10.* 

-  7.7 

196 

8.2 

9.1 

-  9-9 

30* 

9.9 

9.2 

+  7.6 

360 

8.1 

9,0 

-10.0 

Serial 


i»  e 


Serial 


$  B 


325 

9-0 

c 
10.0 

-10.0 

203 

7.8 

c 
9.1 

-14.3 

205 

8.0 

8.9 

-10.1 

229 

8.4 

9.8 

-14.3 

133 

11.1* 

10.2 

+10.2 

277 

7.1 

8.3 

-14.5 

160 

9.3 

10.4 

-10.6 

154 

8.8 

10.3 

-14.6 

213 

8.3 

9.3 

-10.8 

351 

11.8 

10.3 

+14 .0 

215 

8.2 

9.2 

-10.9 

358 

11.7 

10.2 

+14.7 

216 

8.2 

9.2 

-10.9 

259 

10.6 

9.2 

+15.2 

255 

7.4 

8.3 

-10.9 

265 

10.6 

9.2 

+15.2 

135 

11.1 

10.0 

+11.0 

242 

8.0 

9.5 

-15.8 

127 

9.6 

io.3 

-11.1 

149 

8.7 

10.4 

-16.3 

158 

9.6 

10.8 

-11.1 

256-I 

10.5 

9.0 

+16.7 

211 

8.6 

9.7 

-11.3 

138 

8.8 

10.6 

-17.0 

146 

9.2 

10.4 

-11.5 

234 

7.6 

9.2 

-17.4 

151 

9-2 

10.4 

-11.5 

357 

11.1 

9.4 

+18.1 

176 

6.1 

6.9 

-11.6 

240 

7.8 

9.6 

-18.8 

281 

7-7 

6.9 

+11.6 

353 

11.2 

9.* 

+19.2 

260 

10.5 

9^ 

+11.7 

251 

12.2 

10.2 

+19.6 

353 

11.4 

10.2 

+11.8 

365 

8.2 

10.2 

-19.6 

159 

8.9 

10.1 

-11.9 

228 

7.3 

9-2 

-20.7 

202 

8.0 

9.1 

-12.1 

356 

11.1 

9.2 

+20.7 

201 

7.9 

9.0 

-12.2 

269 

8.0 

10.5 

-23.8 

280 

10.1 

9.0 

+12.2 

227 

7.1 

9.4 

-24.5 

335 

10.1 

9.0 

+12.2 

241 

7.8 

10,6 

-26.4 

137 

9.3 

10.6 

-12.3 

219 

8.5 

9-7 

-12.4 

220 

7.8 

8.9 

-12.4 

217 

8.4 

9.6 

-12.5 

231 

7.7 

8.8 

-12.5 

136 

11.5 

10.2 

+12.7 

226 

8.3 

9.5 

-12.7 

352 

io.4 

9.2 

+13.0 

224 

8.4 

9-7 

-13.4 

150 

8.9 

10.3 

-13.6 

286 

8.8 

10.2 

-13-7 

343 

11.6 

10.2 

+13.7 

361 

11.6 

10.2 

+13.7 

122 

8.7 

10.1 

-14,0 

